We have developed an airborne albedometer including a low-cost, precise and fast sensor head horizontal stabilization system to measure spectral down-and upward irradiances between 400 and 1000 nm wavelength. It is installed on a small research aircraft (type Partenavia P68-B), but it can easily be mounted on other aircraft as well. The stabilization unit keeps the two radiation sensor heads (up-and downward looking) of the albedometer in a horizontal position during the flight with an accuracy of better than ±0.2° over a range of pitch and roll angles of ±6°. The system works properly for angular velocities up to 3°s 
2

ABSTRACT:
We have developed an airborne albedometer including a low-cost, precise and fast sensor head horizontal stabilization system to measure spectral down-and upward irradiances between 400 and 1000 nm wavelength. It is installed on a small research aircraft (type Partenavia P68-B), but it can easily be mounted on other aircraft as well. The stabilization unit keeps the two radiation sensor heads (up-and downward looking) of the albedometer in a horizontal position during the flight with an accuracy of better than ±0.2° over a range of pitch and roll angles of ±6°. The system works properly for angular velocities up to 3°s -1 with a response time of the horizontal adjustment of 43 ms. Thus it can be applied even under turbulent atmospheric conditions. The limitations of the stabilization have been determined by laboratory and in-flight performance tests. As a result we find that the new horizontal stabilization system assures that misalignment-related uncertainties of the measured irradiances are less than 1% for solar zenith angles up to 70°. This does not include uncertainties due to deviations from the ideal cosine response of the optical inlet system and measurement errors resulting from absolute calibration problems. An example of downward spectral irradiances measured under cloudless conditions above and within a distinct boundary layer with enhanced aerosol particle concentrations shows the potential of the new instrument for improved radiative budget measurements in the atmosphere.
INTRODUCTION
The Earth's climate is mostly driven by the incoming solar radiation, which is characterized by so-called irradiances. This energetic quantity is defined as the radiative energy incident per second upon a horizontal unit area. To study the transfer of incoming solar radiation through the atmosphere, airborne irradiance measurements at different altitudes are required. Measurements of irradiances from airborne platforms are afflicted with several serious problems, which magnify if e.g. optical cloud properties are derived from the data. Part of the confusion in the literature about how well measured and calculated cloud absorption agree (so-called 'enhanced cloud absorption', see Stephens 1996) results from such unresolved irradiance measurement uncertainties.
Numerous experimental problems have been mentioned in the measurements of irradiances. Kiedron et al. (1999) found that even NIST (National Institute of Standards and Technology) standard lamps used for absolute spectral irradiance calibrations may disagree with each other beyond their stated uncertainty. Furthermore, the separation between diffuse and direct portion of the irradiances is not easy to obtain (Foot et al., 1985) especially for airborne operation (Forgan, 1996; Boers et al., 1998) . On the other hand, the diffuse to direct ratio has to be known in order to correct the irradiance data for non-ideal cosine response of the used light collectors (Feister et al., 1997; Oppitz and Heering, 1998; Bais et al., 1998; Landelius and Joseffson, 2000) .
Furthermore, there are re-radiative thermal offsets in the instruments (Beaubien et al., 1998; Bush et al., 2000) , which need to be considered (Halthore and Schwartz, 2000) . These offsets appear if the instruments are operated in environments with strongly varying temperature. 5 The second problem arises from the missing spectral resolution of most of the airborne irradiance sensors. Commonly, pyranometers (most of them are manufactured by The Eppley Laboratory, Inc., Newport, RI, USA) are used to measure broadband up-and downward irradiances integrated over the solar spectral range (wavelengths between about 0.3 and 3 µm) from aircraft (e.g. Hobbs, 1999) or balloons (Hagan et al., 1998) . To achieve some coarse spectral separation, it is popular to use two Eppley pyranometers simultaneously, one with a clear dome with a transmission between 0.3 and 3 µm and another one with a red dome transparent between 0.7 and 3 µm.
Subsequently the solar spectral range is split into its visible (≈ 0.3-0.7 µm) and infrared (≈ 0.7-3 µm) portions (Hignett, 1987; Saunders et al., 1992; Taylor, 1994; Taylor and McHaffie, 1994; Hayasaka et al., 1995; Taylor et al., 1996; Hignett et al., 1999; Russell et al., 1999; Taylor and Ackerman, 1999) . There are some airborne irradiance data available with slightly better spectral resolution (up to about ten wavelengths) using interference filters for the wavelength separation and silicon or germanium photodiodes as detector for the wavelength region below and above 1 µm respectively (Asano et al., 1995a; Asano et al., 1995b; Valero et al., 1996) . Irradiance measurements of higher spectral resolution are mostly restricted to ground-based instruments (Harrison et al., 1999; Meywerk and Ramanathan, 1999; Michalsky et al., 1999; Wendisch et al., 2001) and to the ultraviolet or near-infrared spectral range (e.g. Ramaswamy and Freidenreich, 1998; Sicard et al., 1998) . Spectral actinic irradiances, which are related to the surface of a unit sphere instead of a horizontal unit area like in the case of common irradiances, are also mostly measured at the ground (Hofzumahaus et al., 1999) . A new airborne system 6 for spectral actinic irradiance measurements is recently reported by Shetter and Müller (1999) .
To overcome the two problems of horizontal sensor misalignment and missing spectral resolution of the irradiance measurements we have developed an airborne spectral albedometer system for measurements of spectral (400-1000 nm) up-and downward irradiances from an aircraft, which is equipped with an in-flight active horizontal stabilization system. In Section 2 we motivate the development of the horizontal stabilization by quantifying the misalignmentrelated uncertainties of irradiance measurements and of derived optical properties of atmospheric layers (e.g. aerosol or cloud layers, whole atmosphere). The technical details of the horizontal stabilization system are given in Section 3. This includes laboratory tests of the horizontal stabilization system using both artificially generated and real aircraft attitude data. Some results of in-flight performance tests of the horizontal stabilization system and examples of downward irradiance measurements under cloudless conditions above and within a pronounced boundary layer are presented in Section 4. The conclusions of the paper and a short outlook are given in Section 5.
UNCERTAINTIES DUE TO HORIZONTAL MISALIGNMENT
In order to quantify the uncertainties associated with the sensor horizontal misalignment we have done some simple calculations. We define the dimensionless error factor ψ of the radiation quantity ζ as the ratio of the 'biased' (due to misalignment) to the 'unbiased' (assuming perfect horizontal alignment) value of the respective radiation quantity ζ :
.
As an example we obtain the error factor of the irradiance F (i.e. ζ = F) depending on the zenith angle θ of the incident radiation and the horizontal misalignment ∆θ by:
Furthermore, we define the percentage deviation Φ ζ [%] of the radiation quantity ζ due to horizontal misalignment by:
To evaluate the impact of the horizontal misalignment ∆θ on the measurements of irradiance and of several optical properties of atmospheric layers (like aerosol or cloud layers, or the whole atmosphere), derived from these irradiance measurements, we have calculated their percentage deviations Φ ζ as a function of the zenith angle θ and the misalignment ∆θ. The optical properties investigated are the layer's top albedo r, the layer reflectance R, the layer transmittance T, the irradiance absorbed in the layer F a , and the layer absorptance A. These optical properties are defined as follows:
, there are inherent mounting misalignments of the fixed radiation sensors with respect to the aircraft-fixed coordinate frame, which usually are in the range of ±1°. Thus, it seems to be hopeless to assure a 4-5% accuracy of measured irradiances with an irradiance sensor fixed at the aircraft fuselage.
The uncertainties of the measured irradiances transfer into percentage deviations Φ ζ of the layer optical properties r, R, and T, which are only slightly larger than those of F, though with opposite sign. Therefore, we do not show plots of the percentage deviations for these three layer optical quantities.
Please note that due to the definitions in Eqs. 4-6, it holds that these percentage deviations are identical, i.e. Φ r = ΦR = ΦT.
In Figure 2 the percentage deviations of the layer absorptance A due to horizontal misalignments ∆θ are plotted. Their magnitude is similar to the respective values for the layer-absorbed irradiances F a , therefore only results for ΦA are presented. Because the cloud-absorbed irradiance F a is no relative quantity (like r, R, and T), we have to use actual irradiance measurements to calculate Φ Fa and ΦA. For this purpose we have taken measured irradiance data given in Table 6 of Wendisch and Keil (1999) . For the calculations in Figure 2 and Table 1 and 2 the special case '09 December upward' is used here (F↑TOP
).
Calculations with the other examples given by Wendisch and Keil (1999) revealed even stronger effects. Irradiances absorbed within an atmospheric layer (e.g. a cloud) result from a small residuum of net irradiances (difference between down-and upward irradiances) measured at the top and the bottom of the layer (see Eq. 7). Therefore it is no surprise, that uncertainties in layer top downward irradiances (here due to horizontal misalignments ∆θ ) cause drastic effects in both the irradiances absorbed within the layer and layer absorptance.
The magnitude of these errors is large and raises serious doubts about the reliability of measured cloud absorptance values reported in literature, which were always based on radiation sensors fixed at the aircraft fuselage without horizontal adjustment.
Some additional results of the uncertainty propagation calculations are given in Tables 1 and 2 . It is important to understand how critically sensitive the irradiances and the investigated layer properties are with respect to relatively small horizontal misalignments ∆θ of 0.2° and 1°. For example, the assumption 10 of a ∆θ = 1° yields an uncertainty of F a and A of about 30-35% for θ = 70°. For θ > 40° the uncertainties of F a caused by a horizontal misalignment of ∆θ = 1°a re always above 10%.
From these results it can be concluded that an accuracy of the horizontal stabilization of ±0.2° is needed in order to keep the misalignmentrelated uncertainty of the measured irradiances below 1% for solar zenith angles up to 70°. We have realized this demand by developing an airborne horizontal stabilization system for a new spectral albedometer.
TECHNICAL SETUP
The technical setup of the albedometer is illustrated in Figure 3 . The instrument consists of two major components: A horizontal stabilization system (Section 3.1.) and an irradiance measurement unit including two separate radiation sensors (Section 3.2.). The optical inlets (cosine response collectors) of both sensors are mounted at the top and the bottom of the aircraft and are actively stabilized in a horizontal position with respect to the Earth-fixed coordinate system during the flight.
Horizontal Stabilization System
We have developed a low-cost, precise and fast horizontal stabilization technique for both the up-and downward looking part of the albedometer. The technical challenge is to precisely measure the roll and pitch angles on an accelerated platform (in our case an aircraft) and to use these measurements to compensate the aircraft attitude changes in real-time with a desired final adjustment accuracy better than ±0.2°. has to be applied. The artificial horizon used here was developed by iMAR GmbH (St. Ingbert, Germany) and consists of two components: (a) three linear servo-acceleration sensors (ACS), which deliver the aircraft velocity and position with respect to the inertial Earth-fixed coordinate system by integration of the lateral acceleration measurements, and (b) three fiber optical gyros, which measure angular rates also with respect to the inertial Earth-fixed frame.
From these data the aircraft attitude angles (i.e. roll and pitch) are derived.
However, the measurements of the acceleration sensors as well as of the fiber optical gyros are affected by temporal drifts due to sensor errors and electronic noise. These drifts are compensated by using supporting information from a global positioning system (GPS). We use a BeeLine GPS (manufactured by NovAtel Inc., Calgary, Alberta, Canada), which includes a dual antenna configuration to measure the heading and pitch angle in addition to the position and velocity data usually obtained by a single GPS antenna setup. The combined artificial horizon and GPS data are processed and the resulting accurate position and attitude data are stored on a data acquisition system (DAS1). We have also thought about using a four antenna GPS system (e.g.
the TANS Vector GPS Attitude system manufactured by Trimble, Austin, Texas, USA). However, in contrast to our experimental setup, the Trimble system does not deliver the accuracy needed for real-time active horizontal adjustment of the sensors also due to the limited temporal response of the GPS data.
(ii) Active Horizontal Adjustment: The processor unit transfers analog output signals of the roll and pitch angles to a personal computer (PC1), which is equipped with a FlexMotion plug in card (manufactured by National Instruments Corp., Austin, Texas, USA). This card drives (after amplification) two separate 2-dimensional tilt stages (2DTS), which are connected with the cardianically mounted optical inlet (OI) systems of the radiation sensors. Each of the two separate 2-dimensional tilt stages consists of two servo motors, which realize the horizontal adjustment of the albedometer optical inlets. A maximum range of adjustment of ±6° is possible. Additionally, the measured attitude data from the combined artificial horizon/GPS system and the signals to drive the server motor are stored on a second data acquisition system (DAS2).
Laboratory Tests
In order to evaluate the general performance of the horizontal stabilization system we have carried out several laboratory tests under static conditions (i.e.
no external accelerations acting on the measurement system). These tests have to be complemented by in-flight performance tests (Section 4.1.) in order to confirm the stabilization performance under dynamic conditions, i.e.
including external accelerations. We have tested (i) the zero-point stability, (ii) absolute calibration and linearity of the system and (iii) the reproducibility of pre-defined, simulated albedometer optical inlet movements.
(i) Zero-Point Stability: To test the zero-point stability of the roll and pitch angle measurements from the artificial horizon (supported by the GPS), first both angles were adjusted to 0° and then the system was observed over a 30 minutes time period. Within this period both angles, recorded by the data acquisition system (DAS1) with a 10 Hz sampling rate, varied within a range of ±0.025° with a standard deviation of ±0.010°. However, already after 10 s disabling the drift compensation function, the measured (by the artificial horizon) roll and pitch angles started to drift (in the static case this is only the optical gyro drift) out of the ±0.025° range. Some dependence of this drift behavior from the artificial horizon sensor temperature was observed, but not further evaluated.
(ii) Absolute Calibration and Linearity: In order to evaluate the absolute calibration and the linearity of the artificial horizon, a laser and the artificial horizon were fixed at the top of one of the 2-dimensional tilt stages. Then this 2-dimensional tilt stage was stepwise tilted using its control software.
Afterwards the roll and pitch angle data from the artificial horizon (recorded by the data acquisition system) were compared with the angles, geometrically The lower panels in both figures display the 'Given' (with 10 Hz resolution) and 'Measured' (with 1 Hz resolution only, to make the data points discernable)
angles. The upper panels present the respective absolute differences between given and measured roll and pitch angles. Near the end of the time period (after about 210 s) the aircraft descended into the more turbulent planetary boundary layer (PBL) with a distinct temperature inversion at its top. This becomes obvious by enhanced fluctuations of the given and measured angles, as well as in larger absolute differences. However, the horizontal stabilization system worked properly in these turbulent conditions with absolute differences mostly less than 0.1° in both roll and pitch angle. On average a difference of ±0.045° for the roll and of ±0.050° for the pitch angle was observed. For the first measurement case observed under calm conditions, the absolute differences between given and measured angles were ±0.034° for the roll and ±0.050° for the pitch axis.
An overall maximum uncertainty of the horizontal stabilization system under static conditions of ±0.2° for angular velocities up to 3°s -1 is estimated from the laboratory tests.
Irradiance Measurement Unit
The configuration of the irradiance measurement unit (manufactured by Meteorologie Consult GmbH, Glashütten, Germany) is shown in the lower part of A sketch of the upward looking albedometer sensor is shown in Figure   6 , a respective photo is depicted in Plate 1. Both give an idea of the practical realization of the active leveling mechanism and the connection between the 2-dimensional tilt stage and the quartz dome of the optical inlet system. An identical system is used for the downward looking component of the albedometer. The whole setup shown in Plate 1 has a weight of approximately 5 kg. It can easily be adopted to most aircraft.
MEASUREMENT EXAMPLES
To verify both, the horizontal stabilization and irradiance measurement performance, we have carried out an aircraft campaign near Dresden (Germany) with a small two-engined aircraft (Partenavia P68-B, D-GERY). The measurement site, the aircraft and its payload (beside the albedometer) are described by Keil et al. (2001) . In the following we show and discuss downward irradiances measured under cloudless conditions carried out on 16 and 17
November 1999 (large solar zenith angle).
In-flight Performance Tests of the Horizontal Stabilization System
On 16 November 1999 we have performed several flights at constant altitude (about 3.300 m) in order to show the effects of the horizontal stabilization systems. During the horizontal flight legs the heading was changed from time to time and thus triangular and polygonal flight patterns were realized.
Assuming no changes of the atmospheric conditions (in particular above the flight level), the measured downward irradiances should remain constant. To verify this, we have placed both optical inlet systems in the upward looking direction at the top of the aircraft. Thus both sensor heads were measuring downward radiation. Only one of both optical inlet systems was horizontally stabilized, while the second one was fixed at the aircraft fuselage. This second option is the usual sensor configuration in most atmospheric radiation research
flights.
An example of the measurements is presented in Figure 7 . The measured downward radiation (for a fixed wavelength of 633 nm) during a horizontal, polygonal flight pattern for both the horizontally stabilized and the fixed optical inlet are shown in Figure 7a (lower panel) as a function of time. In Figure 7b (upper panel) the respective time series of the heading angle of the aircraft is plotted. Obviously, the measured irradiance level of the horizontally stabilized sensor remained constant at the different flight legs. Some slight decrease of the level is due to the decreasing sun elevation during the measurement period. During the sharp aircraft curves while changing the flight heading, the horizontal stabilization went out of range, which becomes obvious in the spikes of the measured irradiances during the flight curves. The spikes go into a positive or negative direction depending on the position of the tilted sensor during the curves with respect to the sun. Because the flight polygon was not closed (see Figure 7b ), there was a difference between the measured irradiances at the beginning and at the end of the polygon.
However, compared to the horizontally stabilized optical inlet system the fixed sensor head reveals certain level jumps of the measured radiation between the different flight legs of the polygon. This is a typical feature for horizontal misalignment of the irradiance sensor. Again, the peaks in the measurements are obvious. At the end of the observation period, the difference between the measured data of the horizontally stabilized and the fixed sensor is in the order of 25%.
Beside the presented polygons, further triangular flight patterns (not shown) confirmed the performance of the horizontal stabilization system.
Spectral Downward Irradiances
To indicate the potential of the albedometer to measure spectral irradiances, we discuss an example from a descending flight pattern carried out on 17
November 1999.
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In Figure 8 the vertical profiles of aerosol particle concentration and effective radius are presented, measured by an optical particle counter (Passive Cavity Aerosol Spectrometer Probe, PCASP-X, manufactured by PMS, Particle Measurement Systems, Boulder CO, USA). The PCASP-X counts and sizes single dry particles with diameters larger than 100 nm.
Calibration and data analysis issues are described by Keil et al. (2001) . A clear separation of the PBL (top around 1.500 m) and the free troposphere is obvious. This is confirmed by the vertical profiles of temperature and relative humidity (not shown), which prove the stable stratification of the atmosphere within the PBL during that flight. The size of the particles within the PBL is significantly larger than above the PBL, and the particle concentration steadily decreases with increasing altitude within the PBL.
The impact of these aerosol features on the measured downward spectral irradiances is shown in Figure 9 . Within the PBL (thick, lower solid line) the spectral downward irradiances are significantly lower compared to the values measured above the PBL (thin, upper solid line). Also the spectral slope is lower within the PBL. The vertical error bars represent the effect of the 0.5°c hange of the solar zenith angle between the measurement of both spectra, which is estimated to be within ±2-3% from the graphs in Figure 1 (solar zenith angle of about 70°). The error bars show that the differences between the spectra is not caused by the change of sun position during the measurements.
The decrease in radiation within the PBL is rather caused by the fact that more radiation is scattered back to the upper hemisphere due to more and larger aerosol particles within the PBL. The lower spectral slope is related to the larger particles within the PBL. Furthermore, the gas absorption bands of O3 (≈ 580 nm), H2O (about 595, 650, 695, 720, 790, 820, 900, & 940 nm), O2 (687.2 21 & 689.3 nm; 760.8 & 763.8 nm) and even Fraunhofer lines are represented in the measured downward irradiances.
CONCLUSIONS AND OUTLOOK
We present a new albedometer for airborne spectral measurements the spectra is clearly related to the enhanced aerosol particle concentrations and the resulting higher back-scattering of the incoming solar radiation within the PBL. In this way the potential of the new albedometer for radiation budget studies within the atmosphere is indicated.
In the future the albedometer will be used to perform spectral irradiance measurements in combination with meteorological, as well as microphysical aerosol and cloud measurements, to pursue the study of the problem of enhanced absorption of solar radiation within both the cloudless and the cloudy sky. Combined with sophisticated radiative transfer calculations, the instrument offers the improved measurement accuracy and wavelength resolution necessary to reveal some of the reasons for the enhanced absorption problem.
Furthermore, we plan to use the system to measure spectral actinic irradiances and derived photolysis frequencies by using isotropic (instead of cosineweighting) optical inlet systems and a short-wavelength-optimized spectrometer system. 
